Frequency Selective Bolometers (FSBs) are a new type of detector for millimeter and sub-millimeter wavelengths that are transparent to all but a narrow range of frequencies as set by characteristics of the absorber itself. Therefore, stacks of FSBs tuned to different frequencies provide a low-loss compact method for utilizing a large fraction of the light collected by a telescope. Tests of prototype FSBs, described here, indicate that the absorption spectra are well predicted by models, that peak absolute absorption efficiencies of order 50% are attainable, and that their out-of-band transmission is high.
Thermal picture and readout scheme
The TES is wired in parallel with a 6 mΩ "shunt" resistor (R b ) and biased into its transition with a known current through the shunt-TES combination (see Fig. 4 ). With normal resistance between 100-200 mΩ, TESs are essentially voltage biased when not at the lower end of the transition. Changes in current through the TES (∆I TES ) are measured with an 8×1 time-division SQUID multiplexer. 13 A first-stage SQUID and its pickup coil are also indicated in Fig. 4 . The board carrying the SQUID multiplexer chip and shunt resistors is attached to the ∼270 mK cold stage of the cryostat.
The TES transition temperature (460 mK) and the absorption-band dependent bolometerto-bath thermal impedance were chosen to minimize detector noise given typical temperatures achieved with 3 He refrigerators and conservative estimates of radiation loading for the SPEED camera. 14 While all detectors described here have transitions close to the target value and transition widths of ∼1 mK, the bolometer-to-bath thermal conductance is unexpectedly high (factor of three) for detectors with Ti-Al-Ti leads and within expectation for those with Mo leads.
Due to the large absorbing area of FSBs and the poor thermal conductance of the thin Si 3 N 4 film, a 10 mm inner diameter, 150 nm thick gold ring is deposited around the absorbing area to efficiently couple absorbing elements to the TES. Thus, the absorbed optical power is conducted through the gold ring to the two TESs and then leaves the bolometer disk mainly through the TES leads. This simple model, adequate for describing the static behavior of detectors, is illustrated in Fig. 3 .c. Despite its inadequacies in describing dynamical behavior, we use this model as most of the measurements presented here were conducted at very low frequency.
The static thermal equation governing the biased TES is
where P is the dissipated electrical power, P rad is the component of absorbed optical power (Q) reaching the biased TES, T is the TES temperature, T s is the bath temperature, and g 1 (T ) is the thermal conductance between the TES and cold stage as indicated in Fig. 3 .c.
Because the TES resistance increases very steeply with temperature, the negative feedback due to voltage biasing keeps its temperature virtually constant within the transition, especially in response to slow changes. Because the right hand side of Eq. (1) is virtually constant, a change in P rad is essentially canceled by an opposite change in P , which we can measure.
Assuming a constant temperature for the biased TES, the measured power difference due to a change in absorbed optical power ∆Q is
Most of the absorbed power, therefore, flows through the biased TES if g 2 ≫ g 1 because its temperature is actively held constant. Although Eq. (2) is used in all our calculations, the difference between ∆P rad and ∆Q is at most 20% because g 2 is substantially larger than g 1 in the detectors tested.
Optical measurements
The absolute efficiencies of four FSB detectors from two fabrication generations have been measured. Each generation was tested separately in stacks with a 271 GHz device followed by a 219 GHz device. Each detector stack was optically tested twice, once at The University of Chicago and once at the University of Massachusetts Amherst.
Detectors are optically characterized in two steps: one step measures the relative spectral response, and a second step measures the absolute power absorbed due to a known source.
The absolute absorption efficiency is the normalization factor multiplying the relative spectral response that yields the measured absorbed power from the known source. The two optical setups are described below and illustrated in Fig. 5 .
For both tests the optical setup at the detectors is the same. The detector absorber area is 10 mm in diameter. Preceding the detectors is a back-to-back Winston cone pair at 270 mK with a 10 mm diameter and AΩ = 4.5 mm 2 -sr. This pair limits the radiation incident upon the detector to an angle of 7.5
• which, according to simulations, does not significantly affect the detectors' absorption spectra. A ∼6 mm gap separates the two detectors. To prevent interference from reflected radiation a terminating absorber with the shape shown in Fig. 5 is placed at the end of the stack. It is made from an absorptive epoxy similar to the coating on the cold load described in Subsection 4.B.1. Initial tests show evidence of high frequency absorption by the detectors. This is expected 1 and proposed FSB based instruments have provisions for optical low-pass filters ahead of the stack. A 6.6 mm piece of fluorogold 15 was placed in the light path following the Winston cone pair to absorb radiation above 750 GHz.
The system is cooled to sub-Kelvin temperatures with a closed cycle 3 He refrigerator. 
4.A. Spectral response measurement
The spectral response measurements were conducted with a polarizing Michelson Fourier
Transform Spectrometer (FTS) originally built as a prototype for the FIRAS experiment.
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A 1200 K blackbody was used as the source of radiation. In addition to recording the spectrometer data, the blackbody was chopped at various frequencies to establish the effective detector time constants. While the measured frequency responses are used to interpret spectrometer data, all other measurements described here were conducted at frequencies low enough to be unaffected by the thermal response time. Fig. 5 .a shows the optical setup used for this set of measurements.
The FSBs are designed for small radiative loads. To reduce the incident radiation to a level acceptable for the detectors, a neutral density filter (NDF) with a flat transmission level of ∼1.3% over a broad frequency range is placed in front of the detectors. The incident radiation passes through a straight cone pair at 4.2 K that acts as an AΩ restrictor and reduces the light pipe diameter to 10 mm. To reduce the infrared radiative load on the cryostat, the straight cone pair holds a thin piece of fluorogold and a thin piece of Teflon foam. 18 These low-pass filters will marginally affect radiation at the two detector bands primarily through the interference spectrum caused by internal and external reflections at the filter surfaces (channel spectrum).
4.B. Optical absorption measurement

4.B.1. Setup
To measure their response to changes in incident radiation, the detectors were illuminated with a variable temperature black-body source previously used for the same purpose in the TopHat experiment. 19 The source consists of two concentric cone-shaped cavities with internal walls shaped to enhance the number of scatterings of incoming rays. The internal walls are coated with a 1 mm thick layer of Eccosorb CR-114, 20 an absorber of radiation within the band of interest. 21 Ray trace calculations using the source geometry and absorber properties show that the source is black to within one part in 10 5 over this frequency range.
Therefore, we do not include an error due to its non-unit emissivity. The source is mounted on a separate cryostat (cooled to 4.2 K) and connected to the detector cryostat with no partitioning window and a common vacuum. The light piping configuration is illustrated in ratings and show no phase difference during the modulations indicating that the source is isothermal at these frequencies. At these frequencies the bolometer signal is also in phase with the temperatures (see Fig. 7 ).
4.B.2. Measurements
Changes in the power absorbed by each detector due to source temperature variations are measured using two methods. First, detector load curves are made at several source temperatures by varying the bias current and recording both the bias current and TES current (denoted I b and I TES respectively in Fig. 4 ). The bias current is varied slowly so each data point represents an equilibrium condition. Fig. 6 shows the electrical power dissipated in the TES, computed from the measured currents, as a function of bias current for several black-body temperatures.
The general shape of these curves can be understood through the static thermal picture of Eq. (1) because the TES is in equilibrium at every bias current. The regions with flat electrical power correspond to the TES being in its transition. The power changes very little because, with P rad held constant (for each curve), it simply reflects the small change in the r.h.s. of Eq. (1) as the TES traverses the narrow transition. The region where power increases quadratically is due to the TES behaving as a pure resistor when normal (
The superconducting region is not probed in these curves.
The flat regions assume different values for different source temperatures because changes in P must cancel changes in P rad at a given TES temperature. We compute the changes in absorbed radiation (∆Q) due to changes in source temperature by measuring differences in electrical power (∆P ) and using Eq. (2). This method allows a measure of only changes in optical power, not the absolute value of Q at any particular source temperature.
The electrical power (P ) dissipated within the TES transition does vary slightly due to the finite transition width. Therefore we only use data from a 5 mΩ span around a particular TES resistance from each load curve. If R TES is uniquely determined by T , selecting data in this way ensures that the r.h.s. of Eq. (1) is constant over the data sets. However, R TES has a small dependence on I TES . Because R(T, I) is not well known for TESs, we do not correct for this effect but estimate an error due to ignoring it by assuming that the chosen resistance contour has the same shape as the critical current curve of a superconductor on the T I plane.
To solve for absorbed optical power differences ∆Q using Eq. (2), thermal conductances g 1 and g 2 must be known. Based on the thermal conductivity of Si 3 N 4 and the geometry, g 2 is estimated at 21 nW/K with a large (50%) uncertainty. To obtain g 1 , the TES-to-stage thermal conductance was measured using a separate set of load-curve data in which only the cold stage temperature is varied between load curves. The measured thermal conductance, which includes both paths between TES 1 and the cold stage in Fig. 3 .c, is close to 2g 1 because g 2 is substantially larger than g 1 . We find that the factor between ∆P and ∆Q is only important for the detectors with Ti-Al-Ti leads (g 1 ≃ 2.5 nW/K) and unimportant for the ones with Mo leads (g 1 ≃ 0.7 nW/K). Even for the former, ∆P > 0.8∆Q. Thus the large uncertainty in g 2 only introduces a small error in the final results.
In the second method for measuring detector response to source temperature changes, the source temperature was slowly modulated by hundreds of mK with a constant bias applied to the TES. Fig. 7 shows both source temperature and TES current versus time. Eq. (1) when used to describe this equilibrium situation yields as the detectors' static response
where
In the denominator of Eq. (3), the ratio of the first term to the second is the loop gain of the electro-thermal feedback. As verified with load-curve data, this ratio is large for the bias points used because each detector was biased within the lower 70% of its transition.
Therefore, the second term in the denominator is ignored when δI is converted to δP rad for use in Eq. (2) to evaluate δQ. Typically, the fractional error due to this simplification is ∼3%. Although the effects of additional resistance in series with the TES are not included in Eq. (3), we calculate an error due to the measured sub-mΩ series resistance.
Prototype optical characteristics
5.A. Spectral response
The shape of the radiation spectrum absorbed by a detector is measured using the methods described in section 4.A. To obtain the relative spectral response of detectors we divide the measured profile by a ν 2 spectrum due to the ∼1200 K blackbody, cut off at highfrequency by the fluorogold filters. We ignore the channel spectra of all filters when dividing out the incident spectrum due to uncertainties in thickness and spacing of filters and because unanticipated channel spectra, from gaps in light piping for example, may be present in the incident radiation. Fig. 8 shows the relative spectral response of detectors calculated in this way.
The residual antisymmetric component of interferograms is used to calculate the uncertainty in the absorption profiles and represented in Fig. 8 by the line thickness. This uncertainty accounts for the noise level at each frequency as well as systematics due to the signal not being perfectly symmetrized. The uncertainties indicated in Fig. 8 are small in the resonance regions and only become significant at low frequencies due to 1/f noise. Spectral shapes of Fig. 8 are not completely accurate representations of the intrinsic detector spectral response for two reasons. 1) The channel spectra in the incident radiation have not been divided out; the dominant "ripple" pattern seen on the curves can be attributed to the thick (6.6 mm) fluorogold filter based on its period. However, the overall shapes of these curves may be affected by longer period channel spectra from thinner filters. But the magnitude of such effects cannot be much greater than that of the dominant channel spectrum from the thick fluorogold filter because the relevant indices of refraction are no greater than that of fluorogold.
2) The notch in the incident spectrum due to the 271 GHz detector has not been divided out of the 219 GHz detector's profile. This effect is clear in Fig. 8 where a dip to near zero absorption occurs in the 219 GHz detector at the resonance of the preceding detector.
The small differences in shape between the two 271 GHz detectors are on the order of the differences one would expect due to thin-filter channel spectra dissimilarities between the two setups. However, one of the 219 GHz detectors has a ∼1% (apparently uniform) level of continuum absorption above the resonance, not seen in the other similar detector. We do not know the behavior of this continuum above ∼800 GHz due to the low-pass filters in the setup. We know that it is not an analysis artifact because this continuum absorption
shows a dip at ∼560 GHz, expected due to water vapor absorption in the spectrometer. An inspection of detectors showed the absorber-backshort separation was greater by about 15% of the target value in this device, possibly due to adhesive between the frames peeling off, whereas the spacing was accurate to within 2% in the other FSBs. The results described thus far constrain only the relative optical absorption as a function of frequency. The next section explains how the absolute scale factor for the curves of Fig. 8 was established.
5.B. Absolute absorption efficiency
Under the assumption of a perfect black body, the measured response of intervening filters, and the design AΩ of the Winston cone pair, we calculate B I (ν, T l ), the total amount of radiated power from the source incident on the detector stack at a particular source temperature T l as a function of frequency. The amount of power absorbed by the detector due to the source is then
Here f (ν) is the measured relative absorption profile of a detector normalized so that its peak is at unity and ǫ is the true fraction of incident power absorbed at the peak. indicating that no major effects are being missed by this simple analysis.
The efficiencies for each detector obtained through both methods are summarized in Ta-ble 2. While both methods were used at both test facilities, the load curve ("DC tests") results presented here are obtained from one setup while the source modulation ("AC tests") results are taken from the other. The general trend of AC efficiencies being higher than DC efficiencies is due to a difference between the two test facilities, not the difference in method, because results of the two methods from each test setup are in good agreement. We show results from both setups to bring attention to this trend which at the moment remains unexplained and is likely due to differences in light piping and filter setups.
We also do not understand why the measured efficiencies ranging from 20% to 60% do not agree with the higher levels of ∼80% predicted by simulations. We do not focus on this discrepancy because we have not independently assessed the performance of models in predicting absolute absorption efficiency. On the other had, we did expect the good agreement seen between models and measurement in terms of spectral profiles, based on measured transmission spectra of single FSB layers at room temperature. The true resistivity of the gold on the absorbing layer has not been measured. A difference from the ideal value (1.6 Ω/square) by a factor of a few could also explain the discrepancy. We have also ignored waveguide-like effects of the Winston horns treating them as pure AΩ limiters that transmit 2.4 spatial modes at 219 GHz and and 3.7 modes at 271 GHz. While the limiting approach angle to the FSBs of 7.5
• causes an insignificant deviation from the modeled absorption (according to simulations), attenuation of spatial modes may result in losses as high as 20% given the 1.35 mm-diameter small orifice and the gradual narrowing of the horn prior to it. Because we ignore this effect, formally, the absolute absorption efficiencies (ǫ) quoted here are for
FSBs that couple to radiation through a 4.5 mm 2 -sr back-to-back Winston horn pair, a likely design for an instrument such as the SPEED camera.
The error due to noise in the measurements (statistical error) is small compared to estimates of systematic error. Systematic errors fall into two categories: errors in calculating the amount of radiation power incident on detectors and errors in using detector signals to estimate differences in absorbed power. In calculating the amount of incident optical power, uncertainties due to absolute and differential thermometry errors of the source temperature are included. The transmission spectra of filters are necessary only in the cases where different filters were used between the spectral response and cold load tests. Because there were such changes, we measured the cold (4.2 K) transmission properties of the relevant filters using a filter wheel setup to check the accuracy of their transmission models. 22 We also calculate an error due to ignoring differences in channel spectra between the spectral-response and cold-load measurements. We attribute a further 10% error in the incident optical power to non-idealities of the light pipes and Winston cones. While no account is made for changes in optical power from sources other than the cold load during our tests, we estimate the absorption due to such sources to be no more ∼20 pW in most of our tests.
As for systematics in interpreting detector signals, the value and standard deviation of a large sample of nominally 6 mΩ shunt resistors (R b ) was established at 4.2 K and used in the analysis. As described in section 4.B.2, we account for errors in the relevant thermal conductances and for ignoring the current dependence of TES resistance. For the AC tests,
we estimate an error due to finite loop gain of the electro-thermal feedback. We also include errors due to possible misassignment of stray resistance in series with the TES as on disk or off disk (i.e. whether the bolometer is heated or not heated due to power dissipated through that resistance). A 1% error in all gain factors in the cold and warm electronics is also assumed.
Conclusion
Tests of the prototype devices demonstrate that the FSB concept can be realized with input from simulations to reliably set spectral characteristics and that FSBs can be fabricated with reproducible performance. Because the detectors can be arranged in a stack with high out-ofband transmission, individual channels have absolute efficiencies comparable to the best seen in conventional bolometers placed behind band defining filters. 23, 24 The measured spectral profiles permit up to 8 simultaneous minimally overlapping channels between 150-1500 GHz, a frequency range with much potential for characterizing many interesting astronomical sources and the backgrounds/foregrounds to those sources. At present, there is evidence that internal thermal couplings within detectors need improvement. More work is needed to understand the thermal and noise properties of these detectors. Another area of future research is the use of FSBs with patterns of bars, not crosses, for polarization sensitive measurements. The columns, in order, are the center frequency (ν res ), the length and width of a dipole element (l and w), the repetition scale of the cross pattern (g), and the spacing between absorber and backshort (s). The columns, in order, are the detector number, center frequency, the absorption efficiency
as measured with load-curve data, and absorption efficiency as measured by modulating the source temperature. Table 2 .
List of Figure Captions
